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Abstract
Purpose: The purpose of this study is to introduce the new concept of a four-dimensional (4D) cone-beam
computed tomography (CBCT) reconstruction approach for non-periodic organ motion in cooperation with the
time-ordered chain graph model (TCGM) and to compare it with previously developed methods such as total
variation-based compressed sensing (TVCS) and prior-image constrained compressed sensing (PICCS).
Materials andMethods: Our proposed reconstruction is based on a model including the constraint originating from
the images of neighboring time phases. Namely, the reconstructed time-series images depend on each other in this
TCGM scheme, and the time-ordered images are concurrently reconstructed in the iterative reconstruction approach.
In this study, iterative reconstruction with the TCGM was carried out with 90◦ projection ranges. The images
reconstructed by the TCGM were compared with the images reconstructed by TVCS (200◦ projection ranges) and
PICCS (90◦ projection ranges).
Two kinds of projection data sets–an elliptic-cylindrical digital phantom and two clinical patients’ data–were used. For
the digital phantom, an air sphere was contained and virtually moved along the longitudinal axis by 3 cm/30 s and 3
cm/60 s; the temporal resolution was evaluated by measuring the penumbral width of the air sphere. The clinical
feasibility of the non-periodic time-ordered 4D CBCT image reconstruction was examined with the patient data in the
pelvic region.
Results: In the evaluation of the digital-phantom reconstruction, the penumbral widths of the TCGM yielded the
narrowest result; the results obtained by PICCS and TCGM using 90◦ projection ranges were 2.8% and 18.2% for 3
cm/30 s, and 5.0% and 23.1% for 3 cm/60 s narrower than that of TVCS using 200◦ projection ranges. This suggests
that the TCGM has a better temporal resolution, whereas PICCS seems similar to TVCS. These reconstruction methods
were also compared using patients’ projection data sets. Although all three reconstruction results showed motion
related to rectal gas or stool, the result obtained by the TCGM was visibly clearer with less blurring.
Conclusion: The TCGM is a feasible approach to visualize non-periodic organ motion. The digital-phantom results
demonstrated that the proposed method provides 4D image series with a better temporal resolution compared to
TVCS and PICCS. The clinical patients’ results also showed that the present method enables us to visualize motion
related to rectal gas and flatus in the rectum.
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Introduction
The volumetric imaging technique using a cone-beam
computed tomography (CBCT) device mounted on the
gantry of a radiotherapy linear accelerator is crucial in
both image-guided radiotherapy (IGRT) and adaptive
radiotherapy (ART). Since first introduced by Jaffray et al.
with a volumetric reconstruction algorithm widely known
as the Feldkamp-Davis-Kress (FDK) method proposed by
Feldkamp et al., [1, 2] it has enabled the highly accu-
rate positioning of radiotherapy patients [3–5]. Recently,
CBCT images have been expected to provide image sets as
the material of a retrospective analysis for margin evalua-
tion, anatomical deformation, and dose distribution [6–8].
Online four-dimensional (4D) CBCT reconstruction has
already been used in the treatment of tumor sites with
periodic motion, such as a lung tumor, and it has also
provided an accurate setup that visually considers the
intrafractional motion of tumors and risk organs [9–12].
Especially, in the scenario of adaptive radiotherapy, 4D
CBCT and in-treatment CBCT imaging technique has
been expected to enable understanding 4D dose distribu-
tion with better temporal resolution [13].
For the purpose of 4D CBCT image reconstruction
accompanied by periodic organ motion such as respira-
tion and cardiac activity, information related to the res-
piratory or cardiac motion signal is necessary to classify
projections into several phase groups. In the case of respi-
ratory motion, the measurement of a signal synchronized
with projection images is categorized by two methods–
the use of an external respiratory monitoring system and
image-based respiratory phase recognition.
As an example of the latter case, Zijp et al. proposed
the method known as the Amsterdam Shroud, which pro-
duces a 1D projection in the craniocaudal (CC) direction
after applying a CC derivative filter,[14, 15] and this has
been used in a commercial linac-integrated CBCT device,
the X-ray Volumetric Imaging (XVI) System mounted on
Elekta Synergy (Elekta, Crawley, UK). Regarding cardiac
activity, Lauzier et al. demonstrated 4D image reconstruc-
tion using electrocardiogram (ECG) signals in order to
sort projections into several cardiac phases [16].
In contrast to the various studies on volumetric
4D CBCT imaging with periodic motion, few studies
have dealt with volumetric imaging with non-periodic
intrafractional motion or deformation using CBCT in
radiotherapy. In the modalities outside CBCT, volumetric
imaging methods available for non-periodic motion mon-
itoring have been introduced usingMRI and transperineal
ultrasound, but the former has required quite a huge sys-
tem combined with MRI and linac and the latter has
been limited to monitor organs around the anorectal area
[17, 18]. Regarding CT and CBCT as an 4D volumetric
imagingmodality, the temporal resolution and continuous
time-ordered image reconstruction have been intensely
studied in the literature in the concept of short-scan CT
image reconstruction [19–21]. In this approach, the tem-
poral resolution is directly related to the angular range,
and a shorter range surely provides better temporal reso-
lution. However, it might cause a degradation in the image
quality and artifacts if the range is shorter than 180◦ plus
the fan angle [20]. On the other hand, Pang and Rowlands
introduced “just-in-time tomography,” which reconstructs
a digital tomosynthesis image from the projections of the
cone-beam acquisition geometry [22]. The method was
actually a time-ordered imaging approach, but the created
tomosynthesis images were still two-dimensional.
To overcome the above limitations, iterative recon-
struction approaches have been proposed and are still
actively studied [16, 23–30]. In particular, compressed
sensing (CS)-based iterative reconstruction approaches
such as total-variation-based compressed sensing (TVCS)
and prior-image constrained compressed sensing (PICCS)
have enabled image reconstruction with a limited num-
ber of projections and have strengthened the reliability of
4D CBCT images [16, 23, 24, 31]. The key idea of CS-
based image reconstruction method is that, the sparsified
image can be reconstructed from an undersampled pro-
jection data set instead of directly reconstructing a target
image [23]. The sparsified image, which is obtained by the
application of sparsifying transform, contains significantly
fewer image pixels which have significant pixel values. As
the sparsifying transform, the 1-norm of the local spatial
gradient is widely used for image reconstruction, which
is called the total variation (TV). TVCS employs the TV
transform of the target image itself, and PICCS employs
the one of the difference image between the target and the
prior image [29].
The non-periodic-motion correlated image reconstruc-
tion approach is based on a method that bunches pro-
jections into several time-phase groups. In contrast to
the periodic motion case, there is no need to measure the
motion signals for phase binning. After classifying the
projections with the constant projection-angle inter-
val, the images can be independently reconstructed in
each time-phase group. In principle, however, the recon-
structed time-ordered image sets are correlated with the
prior image, which is the image prepared in advance of the
iterative process, and the image sets of previous or sub-
sequent time phases in a series of continuous 4D images.
In the present study, we explicitly regard the continu-
ous 4D reconstructed image series as sequential data and
express them in the manner of a chain graph model. This
is formulated as the regularization term of the statisti-
cal image reconstruction [32]. In this study, we introduce
a time-ordered 4D CBCT reconstruction method with
the constraint of the time-ordered chain graph model
(TCGM) and compare images reconstructed by previously
introduced methods–TVCS and PICCS.
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Materials andMethods
In this section, the concept of the TCGM is described
with the iterative reconstruction framework incorporat-
ing TVCS and PICCS. The reconstruction workflow is
schematically summarized in Fig. 1, where the prepro-
cessed time-ordered images are prepared with TVCS,
and then, iterative reconstruction is carried out with a
narrower projection angle. PICCS statically uses prepro-
cessed images as a prior-image constraint, whereas the
TCGM only uses them as initial data sets, and the con-
straint is dynamically imposed during the iteration step by
the images reconstructed in the adjacent time phases. In
the TCGM scheme, the reconstructed time-series images
have a relationship with each other through a regulariza-
tion term so that the time-ordered images are concur-
rently reconstructed.
The projection data sets used for image reconstruction
will be also introduced in this section, which include those
of a digital phantom with the virtual motion of an air
sphere and those of two clinical patients’ data in the pelvic
region.
Brief review of statistical image reconstruction
In this study, the maximum a posteriori (MAP) approach
was employed as our image reconstruction framework
[25, 33–35]. The concept of MAP approach is to give
a maximized probability of reconstruction images given
projection images in contrast to the maximum likelihood
expectationmaximization (MLEM) approach, which gives
amaximized probability of projection images given recon-
structed images. The specific aspect of MAP approach,
in formula, against MLEM is brought by the existence
of a prior probability of reconstructed images through
Bayes theorem. Namely, images are reconstructed via an






where P(y|μ∗) is the probability of observing the projec-
tion data set y at the given expectation of the image μ∗
having the prior probability P(μ∗). The observed projec-
Fig. 1 Image reconstruction workflow of the present method. The initial image series were reconstructed in Step i) by TVCS using wider angular
ranges; then, PICCS or TCGM reconstruction was implemented in Step ii) using narrower angular ranges for each phase
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tion yi in a detector element at a certain projection angle
is related to the corresponding photon count ni as follows:
ni = n0e−yi , i = 1, 2, · · · ,M. (2)
Moreover, the expected value is expressed as
n∗i = n0e−y
∗
i , i = 1, 2, · · · ,M, (3)
whereM is the total number of projection elements given
by the product of the number of detector pixels and the
number of projection angles, n0 is the constant number
of photons generated by the X-ray source, and i means
Nelement × (θ − 1) + c, where Nelement is a total num-
ber of detector elements, θ is a projection number, and
c is the specific detector element number. Assuming a
monochromatic spectrum for the X-ray beam, the rela-
tionship between the image and the projection becomes
linear:
y∗ = Aμ∗, (4)
where y∗ represents the expected projection set, and A is
the system matrix that consists of the voxel pass lengths
corresponding to μ∗. With Eq. (3), μ∗ corresponds to the
distribution of the attenuation coefficients in the assumed
monochromatic X-ray energy spectrum. We also assume
that the number of photons measured at the detector




































ni ln ni − niy∗i − n∗i − ln(ni! )
)
+ lnP(μ∗) − lnP(y).
(8)
Then, the maximization process of the logarithm of
P(μ∗|y),
μ∗ = arg max
μ∗
[
lnP(μ∗|y)] subject to μ∗ > 0, (9)
gives reconstructed images. Hereafter the term lnP(μ∗)
in Eq. (8) is regarded as the regularization or constraint
term, λR(μ∗), discussed in the next section. λ is the regu-
larization parameter that describes the trade off between
the regularization function term and the data fidelity
term.
Brief review of the constraint term used in
total-variation-based compressed sensing (TVCS) and
prior-image constrained compressed sensing (PICCS)
The meaning of R(μ) was originally the probability P of
the volumetric image μ, but it can actually be considered
as the regularization term for image reconstruction. In the
context of both TVCS and PICCS, the 1-norm of a TV-






(μx,y,z−μx+1,y,z)2+(μx,y,z − μx,y+1,z)2 + (μx,y,z − μx,y,z+1)2 + ε,
(10)
where ε is a small constant that ensures that the total vari-
ation is differentiable at the origin. The TV operator  is
known as a sparsifying transform, and its 1-norm is to be
minimized in compressed sensing.
The difference in computation between TVCS and
PICCS appears to be in the choice of the regularization
term. If one chooses the reconstructed image itself as μ,
it should be the TV term. In contrast, if one chooses the
difference between the reconstructed and prior images,
μ − μprior , it is regarded as the prior-image constraint
(PIC) term. Including both, R(μ) can be expressed as
R(μ) = α‖μ‖1 + β‖(μ − μprior)‖1, (11)
where α and β are the weights of the TV and PIC terms,
respectively. In the case of image reconstruction using
PICCS, both constraint terms are combined and used as a
weight; the values of 0.09 and 0.91 were respectively pro-
posed for the TV and PIC terms by Chen et al. [23] TVCS
reconstruction is implemented with the values of 1.0 and
0.0 for α and β , respectively.
Time-ordered chain graphmodel (TCGM)
In this study, we consider non-periodic time-ordered phe-
nomena such as gastrointestinal peristaltic motion and
the time progression of a contrast agent. Image recon-
struction is implemented by dividing several time phases,
and the time-ordered volumetric images can be obtained.
In this context, it is likely that the time-adjacent volumet-
ric images do not differ from each other very much. Thus,
it would be justifiable to include the correlation between
the time-adjacent volumetric images as the prior informa-
tion in the reconstruction scheme. In the manner of the
Nakano et al. Radiation Oncology  (2017) 12:145 Page 5 of 14
Fig. 2 Concept of the time-ordered chain graph model. In the figure, μt represents the image volume of the t-th time phase, and yt represents the
t-th group of cone-beam projections. The sample images of them are also shown in the right side of the figure
graphical model, the lowest-order correlation is expressed
using the undirected graphical model shown in Fig. 2. In
the figure, μt represents the image volume of the t-th
time phase, and yt represents the t-th group of cone-beam
projections described by A.
As shown in Fig. 2, μt and yt are the latent variables
and observed data, respectively. Assuming the continu-
ous measurement of projections, yt can be regarded as
one projection angle datum for each t-th time phase and
regarded as a group of several continuous projection angle
data when assuming volumetric image reconstruction.
Figure 2 demonstrates the concept of the TCGM, in
which the state of the t-th time phase located between the
(t − 1)-th and (t + 1)-th time phases is constrained by
the image objects of the previous time phase μt−1 and the
next subsequent time phase μt+1. In all time phases,
the images are renewed during the iteration step so that
the constraints can be also dynamically changed. That is,
Fig. 3 Schematic of the digital phantom and its projection geometry. a projection geometry and the phantom containing a moving sphere, b axial
and sagittal views of the original digital phantom, and c one of the virtually created projections. An air sphere with a diameter of 3 cm was moving 3
cm along the longitudinal axis during one rotation of the projection source
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the converged images of all time phases are concurrently
obtained.
A term constrained from the TCGM can be included in
R(μ) as follows:




μT represents the TCGM regularization term,
which can be represented as a TV form of a subtracted
image as

μT = (μt − μt−1) + (μt − μt+1). (13)
The first term on the right hand side of Eq. (13) is the
distribution of the spatial difference between the previ-
ous and current phases, whereas the second term is that
between the current and subsequent phases. In the case
of the first and the last phases, the adjacent phase exists
only in one side and 
μT is formed as doubled TV form
of one-sided subtracted image.
The parameter set (α,β , γ ) in Eq. (12) controls the
relative weight of the three sparsity-promoting terms in
the objective function. In this study, (α,β , γ ) was cho-
sen to be (1.0, 0.0, 0.0), (0.1, 0.9, 0.0), and (0.1, 0.0, 0.9),
for TVCS, PICCS, and the TCGM, respectively. TVCS is
used to create the initial images in PICCS and the TCGM.
In addition, TVCS-reconstructed images are used as the
prior-image constraint in PICCS.
Projection data sets for image reconstruction
Two kinds of projection data sets –a digital phantom and
two clinical patients– were used for non-periodic time-
ordered 4D image reconstruction. An elliptic cylinder
containing a moving air sphere was used for the digital
Fig. 4 Location of the ROIs for pixel value consistency evaluation. Mean pixel values of ROIs 1 to 4 are evaluated for both patient A and B. Each
circular ROI contains 316 pixels
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phantom, and cone-beam projection data for a 360◦ angu-
lar range with 512×512 elements were virtually created
in one-degree intervals. The diameter of the air sphere
was set as 3 cm, and the sphere moved by 3 cm along the
longitudinal axis at a constant speed and without defor-
mation, as shown in Fig. 3. Two kinds of the speed of the
sphere were simulated: 3 cm-motion in 60 s and 3 cm-
motion in 30 s. The former corresponds to 3 cm-motion
in 360◦ rotation of the projection source, and the latter
corresponds to 3 cm-motion during 180◦ rotation (from
90◦ position to 270◦ position of the projection source).
Those speeds simulated 0.5 mm/s and 1.0 mm/s of the
sphere motion, respectively. The projections were created
as a sum of the product of voxel values and path lengths
through the ray from the projection source to the center
of each detector cell, and scattered x-rays and cell size of
the detector were not taken into account.
Two patients’ projection data sets acquired for IGRT
using the XVI system (version 4.2) mounted on the Syn-
ergy linac gantry were prepared. The data were acquired
as pre-treatment CBCT imaging for the purpose of patient
setup for prostate IMRT, and the chosen data sets con-
tained the motion of rectal gas during projection acquisi-
tion. The acquisition time was approximately 120 s (696
projections) for patient A and 60 s (345 projections) for
patient B.
The XVI system has three types of collimators, S, M, and
L, which allow for the reconstruction of small, medium,
and large fields of view (FOVs), respectively. With S
collimator cassettes, the center of the kV radiation field is
in line with the central axis of the kV X-ray source. With
M and L collimator cassettes the kV radiation field is offset
in the cross-line direction by 11.5 and 19 cm, respectively,
at the flat-panel detector (FPD). The patients’ data sets
in the present study were collected in the M FOV mode
with an offset location of the FPD unit of 11.5 cm, whereas
the geometry of the digital phantom projection assumed
the XVI system with S FOV mode. The M FOV mode
is frequently used for the projection acquisition of the
abdominal or pelvic region, and the projections contain
truncation [36–38]. Therefore, before the initial recon-
struction using TVCS, the projection data were extended
using the following procedure, which consists of three
steps. First, the normal three-dimensional (3D) recon-
struction containing the whole pelvis using all of the 360◦
projections was implemented. Second, virtual projections
with 800×512 pixels were produced by the reprojection
process of the reconstructed 3D image. Third, “extended"
mosaic projections were created by combining real pro-
jections with “reproduced" peripheral area from virtual
projections. Thus, the size of the extended 2D projection
image was 800×512 for the clinical patient cases. This
expansion allows for reconstruction of the whole body
with 180◦ plus the fan angle, even in TVCS.
Image reconstruction was performed for nine con-
tinuous time phases with equal intervals in all TVCS,
PICCS, and TCGM cases. An image matrix size of
256×256×60 with voxel size of 1 mm for the digital
Fig. 5 Reconstructed images of a digital phantom of the fifth phase out of nine phases in the case of the sphere speed of 3 cm/60 s, using the TCGM
method. a reconstructed axial image and b sagittal image
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Table 1 Penumbral widthsWpenumbra of the moving sphere
along the longitudinal axis
Methods Wpenumbra
3 cm/60 s 3 cm/30 s
FDK (360◦) 22.0 mm 23.7 mm
TVCS (200◦) 12.1 mm 21.4 mm
PICCS (90◦) 11.5 mm 20.8 mm
TCGM (90◦) 9.3 mm 17.5 mm
Wpenumbra was defined as a width from 10 to 90% of the voxel value profile on the
central axis, in the image of the fifth phase
phantom reconstruction, and 400×400×60 with the same
voxel size for patient data reconstruction was used. For
TVCS, the projection data range was 180◦ + the fan
angle = 200◦; therefore, the projection data used in a cer-
tain phase were partly used in the reconstruction of the
adjacent phases. For PICCS and the TCGM, the projec-
tion data range used was reduced by 90◦. The projection
data were still partly overlapped; however, the range was
drastically decreased.
For the evaluation of our time-ordered reconstruc-
tion algorithms, the penumbral width of the moving air
sphere along the CC direction was evaluated using the
above digital phantom; reconstructed images of the dig-
ital phantom contained blurring of the air sphere due to
longitudinal motion. The penumbral width of the longi-
tudinal profile of the pixel values were compared among
four reconstructions–normal 3D, TVCS (200◦ projection
range), PICCS (90◦ projection range), and the TCGM (90◦
projection range). In this study, the penumbral width was
defined as 10-90% penumbra of the pixel-inverse profile
of the moving air cavity to compare the width of the time
window.
Regarding reconstructed images of clinical patients,
consistency of mean pixel values of TVCS (200◦), PICCS
(90◦), and the TCGM (90◦) were evaluated for both image
series of patient A and B. The locations of four regions
of interest (ROIs) are shown in Fig. 4. Those locations
were chosen as the structure around each ROI was almost
consistent. Each ROI contains 316 pixels, and root mean
square errors (RMSEs) of mean pixel values inside the
ROIs through nine phases were normalized by mean val-
ues of TVCS (360◦) images.
Results
Results of digital-phantom image reconstruction
The time-ordered images of the digital phantom were
reconstructed using TVCS (200◦ projection range),
PICCS (90◦ projection range), and the TCGM (90◦ pro-
jection range) as well as FDK (360◦ projection range).
Figure 5 shows the reconstructed axial and sagittal images
of the digital phantom with the sphere speed of 3 cm/60
s using the TCGM method (90◦ projection range). The
pixel-value profiles of the reconstructed volume of the
5th time phase out of nine along longitudinal axis were
measured, and their 10-90% penumbral widths are listed
in Table 1. The three above methods provided much
less blurring owing to motion compared with the nor-
mal 3D images reconstructed by FDK with full projection
angles. In addition, PICCS and the TCGM provided less
blurry images than TVCS with a 200◦ projection range
mainly owing to the use of narrower projection images.
In the case of the sphere speed of 3 cm/60 s, the results
for PICCS and the TCGM were respectively 5.0% and
23.1% narrower than the image volume reconstructed
with TVCS. The results of 3 cm/30 s reconstructed by
PICCS and TCGM were 2.8% and 18.2% narrower than
the result of TVCS, respectively. The TCGM yielded
the smallest penumbral width, i.e., the best temporal
resolution.
Fig. 6 Reconstructed axial images of patient A and B with full FOV. Images from a to d are axial images of patient A reconstructed using TVCS (360◦),
TVCS (200◦), PICCS (90◦) and the TCGM (90◦), respectively. Images from e to h are axial images of patient B reconstructed using the same
reconstruction methods and ranges as patient A. Images b to d in patient A and f to h in patient B are the fourth phase out of nine. The display
range is [0.019 0.022] mm−1
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Table 2 Consistency evaluation of pixel values in 4D
reconstructed images
Methods Normalized RMSE
Patient A Patient B
ROI1 ROI2 ROI3 ROI4 ROI1 ROI2 ROI3 ROI4
TVCS (200◦) 3.5% 3.7% 3.5% 2.5% 5.2% 2.3% 0.7% 3.8%
PICCS (90◦) 6.3% 7.8% 5.9% 6.9% 6.1% 6.8% 6.7% 8.9%
TCGM (90◦) 7.0% 9.0% 6.4% 5.8% 7.5% 6.6% 7.8% 8.5%
Root mean square errors (RMSEs) of mean pixel values in each ROIs through nine
phases, normalized by mean pixel values of TVCS (360◦) images, are listed. The size
and location of each ROI are shown in Fig. 4
Results of patients’ pelvic image reconstruction
Four-dimensional image reconstruction using TVCS
(200◦ projection range), PICCS (90◦ projection range),
and the TCGM (90◦ projection range) was applied to two
clinical patients who underwent a CBCT scan in IGRT.
The representative images are presented in Fig. 6 where
only the 3D reconstructed image and the images of the
fourth time phase are shown for both patient A and B.
In both patient cases, the time-ordered images with full
FOV are successfully reconstructed, though fluctuation of
pixel values were observed. The evaluation of pixel value
consistency regarding ROIs 1 to 4 in Fig. 4 were shown
in Table 2. Relatively larger inconsistency was observed
Fig. 7 Enlarged image series of patient A. The reconstructed images of the 2nd, 4th, 6th, and 8th time phases using TVCS (200◦), PICCS (90◦) and the
TCGM (90◦) are shown in the first, second, and third columns, respectively. In each column, axial images are on the left and sagittal images are on
the right. The yellow box and red line on the upper left image indicate the enlarged area of axial views and the location of sagittal views,
respectively. The display range is [0.019 0.022] mm−1
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on the reconstructed images by PICCS and TCGM both
using 90◦ range, compared to the TVCS (200◦) recon-
structed images. Especially in ROIs 2 and 3, which are
located peripherally in the axial image, the fluctuation
of pixel values reconstructed by PICCS and TCGM was
relatively large, whereas the fluctuation of TVCS (200◦)
was quite small. The enlarged axial and sagittal views of
patient A and B are shown in Figs. 7 and 8, respectively,
where only the 2nd, 4th, 6th, and 8th time phases are
shown. The motion of rectal gas could be observed for
patient A (Fig. 7). Further, rectal gas appears in the images
of the 6th and 8th time phase for patient B, but it is not
visible in the 2nd and 4th time phase (Fig. 8). In particular,
Fig. 9 demonstrate that the artifact from rectum is the
weakest in the image (e) reconstructed by the TCGM,
so the TCGM was the best method for reducing motion
artifacts.
The time series of the enlarged sagittal views recon-
structed using the TCGM (90◦) and subtraction between
adjacent phases are shown in Fig. 10. The sagittal views
(a) and (c) indicate the transition of rectum through all
time phases, and the subtraction between adjacent phases
(b) and (d) indicates the timing of the significant change.
These images demonstrate that the present approach can
reconstruct patient situations before and after the sudden
change.
Fig. 8 Enlarged image series of patient B. The reconstructed images of the 2nd, 4th, 6th, and 8th time phases using TVCS (200◦), PICCS (90◦) and the
TCGM (90◦) are shown in the first, second, and third columns, respectively. In each column, axial images are on the left and sagittal images are on
the right. The yellow box and red line on the upper left image indicate the enlarged area of axial views and the location of sagittal views,
respectively. The display range is [0.019 0.022] mm−1
Nakano et al. Radiation Oncology  (2017) 12:145 Page 11 of 14
Fig. 9 Comparison of motion artifact from rectum of patient A. The yellow box on image a shows the enlarged area of the axial images of patient A,
the fourth phase. The images b, c, d and e are reconstructed using TVCS (360◦), TVCS (200◦), PICCS (90◦) and the TCGM (90◦). The display range is
[0.019 0.022] mm−1
Discussion
All 4D CBCT techniques previously proposed for IGRT
devices were based on the assumption that the motion of
the object of interest was periodic, such as lung motion
due to respiration. With this assumption, the motion
signal (e.g., respiratory signal) was used to classify the pro-
jection images into several motion-phase bins so that the
volumetric-image series were reconstructed using projec-
tion images within each bin. These reconstructed images
admittedly included the dimension of time. However, they
were still “averaged” 4D images over the gantry rota-
tion and could not represent non-periodic organ motion,
including the baseline shift in the lung-tumor location,
which is obtained as time progresses.
To obtain the time-ordered images, the projection data
should be classified by time-ordered phase bins. This idea
would work even in the FDK reconstruction algorithm if a
rapid scanning system was available.
In the IGRT device available in our institution, however,
the gantry rotation speed was limited by 6.0◦/s, though
C-arm angiographic system has much faster options of
the rotation speed [39, 40] and linac gantry speeds faster
than 6.0◦/s are currently possible under specific condi-
tions according to IEC 60601-2-1. Therefore, the projec-
tion angle range in each time phase has to be as narrow
as possible –much less than 180◦ + the fan angle– to
ensure a high time resolution in the reconstructed images.
The FDK algorithm could not work now, which requires
a range of at least 180◦ + the fan angle, owing to the
Shannon-Nyquist sampling theorem. A possible approach
is to relax this requirement, and compressed sensing with
prior information is a prime candidate. So far, an FDK
reconstruction image with full projection data was used
as the prior information. On the other hand, the time-
ordered images should be mutually correlated. Therefore,
it is natural to introduce the time-chain model as the prior
information, as in the proposed method.
In this study, the advantage of the TCGM over TVCS
and PICCS was confirmed by the results of the 10-90%
penumbral width measurement in the digital phantom;
the temporal window width becomes narrower in PICCS
and TCGM, and TCGM was narrower than PICCS. The
reason why the TVCS result is the widest is obvious; sim-
ply because resulted by the widest projection range of
200◦ was used in this study in comparison with those of
PICCS and the TCGM, which were both 90◦. It is noted
that a range less than 200◦ (= 180◦ + the fan angle) cannot
be applied in TVCS for successful image reconstruction of
40-cm FOV without any prior information, since projec-
tions of at least 180◦ range for all voxels in the FOV of 40
cm are needed [20]. Although the time-ordered images in
the present study were reconstructed by extended projec-
tion image creation even in TVCS, TVCS has a disadvan-
tage regarding the time resolution. On the other hand, the
difference between PICCS and the TCGM is caused by the
difference in the prior images used in the constraint terms.
In the case of PICCS, an iteratively reconstructed image is
always compared and constrained with the initial image,
which is reconstructed using TVCS with a 200◦ projec-
tion range. In contrast, the TCGM uses the previous and
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Fig. 10 Sagittal image series and subtracted image series of patient A and B reconstructed using the TCGM (90◦). The image series a and c are the
sagittal image series of patient A and B through all phases, respectively. The image series b and d contain subtraction between adjacent phases of
patient A and B, respectively
subsequent images, which are being reconstructed in the
same iterative process using 90◦ range of projections. Each
90◦ range overlaps with each other, which means that the
related projection range is inherently narrower than that
of PICCS.
The time resolution could be improved in both
PICCS and the TCGM by increasing the number of
time phases and narrowing the corresponding projec-
tion range, although there would be a trade-off regarding
the image quality. We presented the nine-phase results
with 90◦ projection ranges, and the results of clinical
patients’ pelvic images were reasonably good; they showed
rectal gas and flatus moving in the rectum. In the
case of the TCGM, the images were reconstructed with
fewer or weaker artifacts due to rectal gas, as shown in
Fig. 9.
It is inherently possible to provide time-ordered 4D
image series with a better temporal resolution with the
presented TCGMmethod. The demonstrated results were
reconstructed simply using just a 90◦ projection range and
the weights of 0.1 and 0.9 for the TV and TCGM terms,
and finding the optimized parameters is planned for
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future work. The behavior of the present methodmight be
sensitive to the choice of weights. For the weight, one can
introduce prior distributions and maximize probability
function marginalized with respect to these hyper param-
eters to reconstruct images. More or less, this method
definitely enables a reduction in the temporal window
and provides image series of non-periodic time-ordered
motion. The method should be used to understand the 4D
dose distribution with in-treatment CBCT acquisition in
adaptive radiotherapy scenarios [41–43].
The remarkable aspect of the present method is that the
constraint term is based on the series of time-ordered sta-
tuses, which means that the t-th status is located between
the (t + 1)-th and (t − 1)-th one and the constraint terms
purely originate from the time-ordered change in the
statuses. The present method can be improved by incor-
porating a deformation vector field to demonstrate organ
motion and deformation using amore essential expression
of motion.
It might be a limitation to reconstruct image vol-
umes accompanied by sudden change and relatively fast
motions, such as respiration, cough and swallowing, as the
result of digital phantom study of double speed motion
indicates. An initial motivation of the present method was
to capture peristaltic activity of lower intestinal tract. So
application of this method to the periodic motion like res-
piration might be resulting larger blurring compared to
the 4D reconstruction from bunched projections using
phase recognition introduced by the previous studies,
[14, 15, 41] though base-line shift of diaphragm will prob-
ably be detected by the present method. Regarding sudden
changes like cough and swallowing, it may be difficult to
capture the time series of the motion using the present
method. However the situation before and after the sud-
den change, e.g. status before and after cough or swallow-
ing, can be reconstructed without strong motion artifacts
caused by those sudden changes. Those images will prob-
ably have enough image quality in order for irradiated
4D dose reconstruction and evaluation of tumor shrink-
age. Another limitation of the present method might be
inconsistency of pixel values through all time phases. Pixel
values, especially in peripheral areas of reconstructed
FOV, might be fluctuated regarding projection ranges
used in the reconstruction of particular phase. In the pre-
vious studies the methods to avoid those inconsistencies
in dose reconstruction on CBCT images were already pro-
posed, such as ROI mapping approach and WAB method
[44]. Those method can be applied to the dose recon-
struction with image sets reconstructed using the present
method.
Conclusion
A new concept of 4D CBCT reconstruction called the
TCGM has been proposed, and reconstructed images
obtained with this method have been compared to those
obtained by TVCS and PICCS. The digital-phantom
results demonstrated that the proposed method can pro-
vide 4D image series with a better temporal resolution
compared to the two other methods. The clinical patients’
results show that the present method is applicable to the





This work was partially supported by Grant-in-Aids from the Japan Society for
the Promotion of Science (JSPS) KAKENHI JP Scientific Research (C), Grant
Number 15K08691 and Research Activity Start-up, Grant Number 16H07429.
Availability of data andmaterial
The data will not be shared, because the ethics committee does not allow
sharing of the data.
Authors’ contributions
MN, AH, JK and TM conceived the method. MN, AH, TM, SH and KN discussed
the detailed algorithm and designed the project. MN and AH developed
image reconstruction program. MN, AH, YM, SH and SK generated projection
data of the digital phantom and analyzed the data. MN and AH drafted the
manuscript. All authors read and approved the final manuscript.
Ethics approval and consent to participate
The present study is ethically approved by institutional review board in the
University of Tokyo Hospital. The reference number is 3372. Written informed
consent was obtained from all patients whose data were used in this study.
Consent for publication
This is included in above consent.
Competing interests
The authors declare that they have no competing interests.
Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in
published maps and institutional affiliations.
Author details
1Department of Radiology, The University of Tokyo Hospital, Bunkyo-ku,
113-8655 Tokyo, Japan. 2Department of Radiation Oncology, The Cancer
Institute Hospital, Japanese Foundation for Cancer Research, Koto-ku,
135-8550 Tokyo, Japan. 3Faculty of Medical Technology, Teikyo University,
Itabashi-ku, 173-8605 Tokyo, Japan. 4Faculty of Health Sciences, Komazawa
University, Setagaya-ku, 154-8525 Tokyo, Japan. 5Faculty of Information
Science, Hiroshima-City University, 731-3194 Hiroshima, Japan. 6School of
Medicine, Gunma University, 371-8511 Maebashi, Japan.
Received: 22 February 2017 Accepted: 23 August 2017
References
1. Jaffray DA, Siewerdsen JH, Wong JW, Martinez AA. Flat-panel
cone-beam computed tomography for image-guided radiation therapy.
Int J Radiat Oncol Biol Phys. 2002;53:1337–49.
2. Feldkamp LA, Davis LC, Kress JW. Practical cone-beam algorithm. J Opt
Soc Am A. 1984;1(6):612–9.
3. Boydev C, Taleb-Ahmed A, Derraz F, Peyrodie L, Thiran JP, Pasquier D.
Development of CBCT-based prostate setup correction strategies and
impact of rectal distension. Radiat Oncol. 2015;10(1):83.
4. Yao L, Zhu L, Wang J, Liu L, Zhou S, Jiang S, Cao Q, Qu A, Tian S.
Positioning accuracy during VMAT of gynecologic malignancies and the
resulting dosimetric impact by a 6-degree-of-freedom couch in
Nakano et al. Radiation Oncology  (2017) 12:145 Page 14 of 14
combination with daily kilovoltage cone beam computed tomography.
Radiat Oncol. 2015;10(1):104.
5. Oechsner M, Chizzali B, Devecka M, Combs SE, Wilkens JJ, Duma MN.
Registration uncertainties between 3D cone beam computed
tomography and different reference CT datasets in lung stereotactic body
radiation therapy. Radiat Oncol. 2016;11(1):142.
6. Nakagawa K, Shiraishi K, Nakagawa K, Shiraishi K, Kida S, Haga A,
Yamamoto K, Saegusa S, Terahara A, Itoh S, et al. First report on prostate
displacements immediately before and after treatment relative to the
position during vmat delivery. Acta Oncologica. 2009;48(8):1206–8.
7. Yang Y, Schreibmann E, Li T, Wang C, Xing L. Evaluation of on-board kv
cone beam ct (cbct)-based dose calculation. Phys Med Biol. 2007;
52(3):685.
8. Létourneau D, Wong JW, Oldham M, Gulam M, Watt L, Jaffray DA,
Siewerdsen JH, Martinez AA. Cone-beam-ct guided radiation therapy:
technical implementation. Radiother Oncol. 2005;75(3):279–86.
9. Nakagawa K, Haga A, Kida S, Masutani Y, Yamashita H, Takahashi W,
Sakumi A, Saotome N, Shiraki T, Ohtomo K, Iwai Y. Yoda K. 4D
registration and 4D verification of lung tumor position for stereotactic
volumetric modulated arc therapy using respiratory-correlated
cone-beam CT. J Radiat Res. 2013;54(1):152–6.
10. Li J, Harrison A, Yu Y, Xiao Y, Werner-Wasik M, Lu B. Evaluation of Elekta
4D cone beam CT-based automatic image registration for radiation
treatment of lung cancer. Br J Radiol. 2015;88(1053):1–6.
11. Jin P, van Wieringen N, Maarten C, Hulshof CM, Bel A, Alderliesten T. 4D
cone-beam CT imaging for guidance in radiation therapy: setup
verification by use of implanted fiducial markers. In: Proc. SPIE Med.
Imaging, vol. 9786. 2016. p. 1–10.
12. Santoso AP, Song KH, Qin Y, Gardner SJ, Liu C, Chetty IJ, Movsas B,
Ajlouni M, Wen N. Evaluation of gantry speed on image quality and
imaging dose for 4D cone-beam CT acquisition. Radiat Oncol. 2016;
11:98.
13. Cai W, Dhou S, Cifter F, Myronakis M, Hurwitz MH, Christopher L.
Williams, Ross I Berbeco, Joao Seco, and John H Lewis. 4D cone beam
CT-based dose assessment for SBRT lung cancer treatment. Phys Med
Biol. 2016;61(2):554–68.
14. Zijp L, Sonke J-J, van Herk M. Extraction of the respiratory signal from
sequential thorax cone-beam x-ray images. Int Conf Use Comput Radiat
Ther. 2014;1:507–9.
15. Sonke JJ, Zijp L, Remeijer P, van Herk M. Respiratory correlated cone
beam ct. Med Phys. 2005;32(4):1176–86.
16. Lauzier PT, Tang J, Chen GH. Time-resolved cardiac interventional
cone-beam CT reconstruction from fully truncated projections using the
prior image constrained compressed sensing (PICCS) algorithm. Phys
Med Biol. 2012;57(9):2461–76.
17. Stam MK, Crijns SPM, Zonnenberg BA, Barendrecht MM, van Vulpen M,
Lagendijk JJW, Raaymakers BW. Navigators for motion detection during
real-time MRI-guided radiotherapy. Phys Med Biol. 2012;57(21):6797–805.
18. Trivedi A, Ashikaga T, Hard D, Archambault J, Lachaine M, Cooper DT,
Wallace III JH. Development of 3-dimensional transperineal ultrasound for
image guided radiation therapy of the prostate: Early evaluations of
feasibility and use for inter- and intrafractional prostate localization.
Practical Radiat Oncol. 2017;7(1):e27–33.
19. Parker DL. Optimal short scan convolution reconstruction for fan beam ct.
Med Phys. 1982;9(2):254–7.
20. Noo F, Defrise M, Clackdoyle R, Kudo H. Image reconstruction from
fan-beam projections on less than a short scan. Phys Med Biol.
2002;47(14):2525–46.
21. Liu Y, Liu H, Wang Y, Wang G. Half-scan cone-beam CT fluoroscopy with
multiple x-ray sources. Med Phys. 2001;28(7):1466.
22. Pang G, Rowlands JA. Just-in-time tomography (jitt): a new concept for
image-guided radiation therapy. Phys Med Biol. 2005;50(21):N323.
23. Chen GH, Tang J, Leng S. Prior image constrained compressed sensing
(PICCS): a method to accurately reconstruct dynamic CT images from
highly undersampled projection data sets. Med Phys. 2008;35(2):660–3.
24. Sidky EY, Pan X. Image reconstruction in circular cone-beam computed
tomography by constrained, total-variation minimization. Phys Med Biol.
2008;53(17):4777–807.
25. Tang J, Nett BE, Chen GH. Performance comparison between total
variation (TV)-based compressed sensing and statistical iterative
reconstruction algorithms. Phys Med Biol. 2009;54(19):5781–804.
26. Bian J, Siewerdsen JH, Han X, Sidky EY, Prince JL, Pelizzari CA, Pan X.
Evaluation of sparse-view reconstruction from flat-panel-detector
cone-beam CT. Phys Med Biol. 2010;55:6575–99.
27. Jia X, Dong B, Lou Y, Jiang SB. GPU-based iterative cone-beam CT
reconstruction using tight frame regularization. Phys Med Biol.
2011;56(13):3787–807.
28. Yan H, Wang X, Shi F, Bai T, Folkerts M, Cervino L, Jiang SB, Jia X.
Towards the clinical implementation of iterative low-dose cone-beam CT
reconstruction in image-guided radiation therapy: Cone/ring artifact
correction and multiple GPU implementation. Med Phys. 2014;41(11):
111912.
29. Chen GH, Theriault-Lauzier P, Student Member, IEEE, Tang J, Nett B,
Leng S, Zambelli J, Qi Z, Bevins N, Raval A, Reeder S, Rowley H.
Time-Resolved Interventional Cardiac C-arm Cone-Beam CT: An
Application of the PICCS Algorithm. IEEE Trans. Med. Imaging. 2012;31(4):
907–23.
30. Chen GH, Yinsheng L. Synchronized multiartifact reduction with
tomographic reconstruction (SMART-RECON): A statistical model based
iterative image reconstruction method to eliminate limited-view artifacts
and to mitigate the temporal-average artifacts in time-resolved CT. Med
Phys. 2015;42(8):4698–707.
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